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Abstract—Robot-assisted therapy has become increasingly 
common in neurorehabilitation. Sophisticated controllers have 
been developed for robots to assist and cooperate with the 
patient. It is difficult for the patient to judge to what extent the 
robot contributes to the execution of a movement. Therefore, 
methods to comprehensively quantify the patient’s contribution 
and provide feedback are of key importance. We developed a 
method comprehensively to estimate the patient’s contribution 
by combining kinematic measures and the motor assistance 
applied. Inverse dynamic models of the robot and the passive 
human arm calculate the required torques to move the robot 
and the arm and build, together with the recorded motor torque, 
a metric (in percentage) that represents the patient’s contribu-
tion to the movement. To evaluate the developed metric,
12 nondisabled subjects and 7 patients with neurological prob-
lems simulated instructed movement contributions. The results 
are compared with a common performance metric. The estima-
tion shows very satisfying results for both groups, even though 
the arm model used was strongly simplified. Displaying this 
metric to patients during therapy can potentially motivate them 
to actively participate in the training.
Key words: cooperative control, dynamics, feedback, model-
ing, performance metric, rehabilitation, robot-aided therapy, 
robotics, stroke, upper limb.
INTRODUCTION
To promote effective neurorehabilitation, active par-
ticipation of the patient is a key factor [1–3]. In conven-
tional therapy, the therapist tries to motivate the patient 
with an attractive therapy concept. The therapist often 
touches the patient’s limbs to assist him or her and esti-
mates effort based on therapeutic experience. During 
robot-assisted therapy, the robot supports the patient’s 
limb; the therapist is usually not in direct contact and, 
therefore, less able to assess effort. Many robots automati-
cally adapt their support to the needs of the patient with a 
patient-cooperative control strategy [4–5]. The goal of 
these controllers is to assist as needed and ensure that the 
patient can perform the demanded movement. The disad-
vantage of these strategies is that the patient might find it 
convenient to rely too much on the robotic support, lead-
ing to decreased voluntary effort. Because the robot 
adapts its assistance levels to the needs of the patient, the 
therapist would not observe the decreased patient contri-
bution to the movement. To account for this human lack-
ing in the control loop, Wolbrecht et al. proposed a 
forgetting factor for the adaptation of assistance [6]. 
Another solution would be to put the patient in charge of 
Abbreviations: CAD = computer-aided design, DOF = degree 
of freedom, FM = Fugl-Meyer, RMS = root-mean-square, SD =
standard deviation.
*Address all correspondence to Marco Guidali, PhD; Sen-
sory-Motor Systems Laboratory, ETH Zurich, Tannen-
strasse 1, TAN E2, 8092 Zurich, Switzerland; 41446324270; 
fax: 41446327109. Email: marco.guidali@gmail.com
http://dx.doi.org/10.1682/JRRD.2011.09.0172379
380
JRRD, Volume 50, Number 3, 2013controlling his or her effort by providing feedback about 
movement contribution. To achieve this, an appropriate 
metric to measure the physical effort of the patient is 
required.
In task-oriented therapy, quantification of patient 
performance is difficult. One performance measure is the 
task itself, where time to finish or the number of achieved 
tasks can be measured and displayed as a score [7–8]. 
Many robots can also assess motor performance in terms 
of velocity, precision, or smoothness of trajectory [9–10]. 
Other studies used electromyography signals as indica-
tors of effort [11]. In these applications, the score often 
depends only on the task performance and does not take 
the applied robotic assistance into account. Lünenburger 
et al. proposed a method for the gait rehabilitation robot 
Lokomat, where the interaction forces between patient 
and exoskeleton are measured and multiplied by a 
weighting function to obtain the biofeedback metric 
about the patient’s participation during one gait cycle 
[12]. The arm robot RUPERT calculates the amount of 
assistance by dividing the work measured during a move-
ment with a reference work value, obtained from a pas-
sive arm movement [13]. Ziherl et al. used reaching 
forces or mechanical work to evaluate subject perfor-
mance [14]. Most methods depend on a measured refer-
ence value for a particular movement. This limits the 
application when many different movements are trained, 
e.g., activities of daily living training.
This article proposes and evaluates a method to mea-
sure a patient’s contribution during robot-assisted training.
With inverse dynamic models of the robot and the passive
human limb, a patient’s contribution to the movement is 
calculated based on his or her performance. To evaluate 
the proposed metric, we used the arm rehabilitation robot 
ARMin III. Twelve nondisabled subjects and seven 
patients with neurological problems simulated instructed 
contributions during robot-assisted arm movements.
METHODS
Patient Contribution Estimation
Many controllers in robot-assisted rehabilitation 
automatically adjust the amount of support to the point 
where the patient is able to perform the task. Therefore, 
the effective patient contribution would be important 
feedback for the patient and therapist. To calculate the 
torques contributed by the patient, the total torques acting 
on the robot and patient can be analyzed. The torques 
required to move the robot (τr) and the human arm (τh) 
have to be generated by the motors (τmotor) and the user 
(τuser):
Since many robots are not equipped with torque sensors 
in every single joint, τuser can often not be measured 
directly. However, if the other torques of Equation (1)
are known, τuser can be calculated with—
τmotor can usually be measured or easily estimated [15]. 
The torques required to move the robot and the human 
arm could be assessed by passive calibration of a particu-
lar movement or dynamic models of the robot [16] and 
the human arm [17].
Direct feedback about τuser might not be very com-
prehensible because the value strongly depends on the 
movement. Normalizing the τuser with the τh required to 
perform an independent movement allows us to estimate 
the user’s contribution (Cuser) in percentage of a full
contribution:
To make the calculation more robust against sensor noise 
and/or model inaccuracy, the Cuser can be summed up 
over one movement, e.g., one reaching movement:
where n = number of samples captured during the move-
ment. If the user is able to perform a movement without 
assistance, the motor torques equal the torques required 
to move the robot, which equals 100 percent for Cuser . 
Moving a completely passive arm would result in 0 percent
contribution. When the user acts against the movement 
direction, the movement contribution becomes negative.
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this method using the arm rehabilitation robot ARMin 
III. We decided to develop inverse dynamic models of the 
robot and the passive human arm to estimate the torques 
required to move these.
Rehabilitation Robot
We performed experiments with the arm rehabilita-
tion robot ARMin III [18–19]. The device consists of 7 
actuated degrees of freedom (DOFs) to assist a user dur-
ing therapy (Figure 1). The exoskeleton is attached to the 
user’s arm with one cuff on the upper arm and one on the 
lower arm. Redundant position sensors are integrated in 
each joint. A rope connects a spring to counterbalance the 
weight of the exoskeleton with the upper arm. A torque 
sensor is mounted at the output flange of axis 2.
Inverse Dynamic Robot Model
The ARMin III was modeled as a multibody system 
with 5 DOF. We neglected axes 6 and 7, wrist and hand 
movement, because they have little influence on the 
dynamics due to their relatively low mass (4.58% and 
1.53% of total mass, respectively) and small ranges of 
motion. We added the masses of axes 6 and 7 to body 5. 
We derived the equations of motion for the dynamic 
model of the ARMin III by using the method of Lagrange 
(second kind) with—
where T = kinetic energy and V = potential energy. Re-
arranged and sorted, the equations of motion can be written
in a compact matrix form for the joint angles q = (q1, q2, 
q3, q4, q5)
τ as—
Mr(q) describes the mass matrix containing the moments 
of inertia from the bodies and its actuators. Gravitational, 
damping, and Coriolis torques are subsumed in . 
The term  describes all other effects (e.g., fric-
tion of the actuators). For our robot, we decided to 
neglect Coriolis torques and damping torques due to the 
relatively slow movements used in arm therapy and their 
small influence on the dynamics of a robot [20–21]. 
Therefore, 
Figure 1.
Schematic of ARMin III with 7 degrees of freedom (axes 1–7) 
and torque sensor.
we get a simplified equation of motion out of 
Equation (6):
where Gr(q) = the gravitation of the exoskeleton.
We obtained the mass of the five bodies by measur-
ing the disassembled parts with a scale [18]. The centers 
of mass have been calculated by using a computer-aided 
design (CAD) model of the ARMin III and the data 
sheets of the motors and gears. We used a symbolic math 
software program (Mathematica, Wolfram; Champaign, 
Illinois) to solve the equations of motion to obtain Mr(q) 
and Gr(q).
Additional effects acting on the system are described 
by . We identified and modeled friction in the 
gears and the effect of the spring that counterbalances the 
robotic upper arm. During the identification process of 
these, we observed a high influence of the bending elec-
tronic cables. This influence on the system could also be 
modeled and identified, so the additional effects can be 
described by—
where τf = torque induced by friction, τs = torque pro-
duced by the counterbalance spring, and τc = torque gen-
erated by the electronic cables.
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Friction of the motor gear combination is velocity 
dependent and identified by using a constant velocity 
controller [22]. We moved each joint with constant veloci-
ties from 0.1 to 60.0°/s over its entire range of motion. 
We recorded the required motor torque to maintain a con-
stant velocity during the movement. We used this data to 
fit a common friction model that can be described by—
where Ffs = static friction, Ffc = Coulomb friction, vs =
Stribeck velocity, and kfv  v = viscous friction [23].
In the range of Ffs, the correct torque cannot be mea-
sured with the position sensors of the ARMin III. There-
fore, we reduced the model to the Coulomb and viscous 
part. In our case, friction induces a torque, so Equation (9)
can be reformulated to—
where i = axis number. Figure 2 shows the mean torque 
required to maintain the velocities and the identified 
model for axis 4.
Cable Model
During the identification process of the motor gear 
friction, we observed a strong influence of the electronic 
cables attached to the exoskeleton. The effect is distinc-
tive, particularly between the first two joints where the 
cable harness consists of 14 electronic cables. Analyzing 
the disturbance of the cables on the friction measurement 
showed a strong relationship between joint position and 
disturbance torque in the affected axis. Therefore, we 
modeled the torque (τCi) induced by the bending of the 
cable in axis i as a spring acting on the system:
where kCi = the spring stiffness in  and qCi = the equi-
librium joint position where the disturbance torque is 
zero.
Counterbalance Spring Model
One of the safety features of the ARMin III is the 
spring that counterbalances the orthosis when the motors 
are off. The torque applied by the spring acts only on the 
arm elevation axis and can, therefore, be described as a 
function of the corresponding joint angle q1. Preliminary 
tests showed that a second-order polynomial would be 
appropriate to model this effect:
We identified the coefficients c0, c1, and c2 of the model 
by measuring the required torque for holding different 
arm elevation positions with the motors. Subtracting the 
gravity of the robot, the remaining torque is the one 
induced by the spring. We fit the obtained data with the 
polynomial of Equation (12). Since the spring only has 
an influence on axis 1, the total spring torque vector is 
τs(q) = [τs(q1), 0, 0, 0, 0]τ.
Summing all modeled effects, we can describe the 
inverse dynamic model of the ARMin III with this 
equation:
Inverse Dynamic Passive Human Arm Model
The dynamics of the human arm are very complex 
and not all effects are yet fully understood. Since for our 
application the model should be easily identified and 
does not have to capture all effects, we decided to model 
the human arm as a passive multibody system. We 
approximated the mass of the upper arm, the lower arm, 
and the hand as point masses. We used anthropometric 
data from Winter to derive this arm model for different 
arm sizes and weights [24]. The final model can be 
adjusted with the length of the upper and lower arm, the 
length of the hand, and the body weight of the subject, all 
of which can be easily measured. The output of the 
model is the torque (τh) required to move a passive 
human arm at position (q) with velocity ( ) and accelera-
tion ( ):
where Mh = the mass matrix of the human arm and Gh = 
the gravitational torques derived from the Winter data. 
The function Sh defines the dynamics of the arm that can-
not be captured with inertia or gravity. Possible effects 
are arm stiffness, damping, or muscle tone [25]. Mea-
surements of the passive human arm showed that for the 
tested movements, the rest dynamics seem to mostly 
depend on the joint angle. Since the purpose of this 
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passive arm movement, we decided to simplify the func-
tion Sh for our first approach to this position-dependency:
where Ks = a diagonal matrix denoting the linear relation-
ship between joint angle (qi) and torque at joint i. The 
vector (q0) is the equilibrium joint position where Sh is 
zero.
A clear limitation of this simplified model is that it is 
not capable of capturing all impairment characteristics of 
persons with stroke. For example, pathological synergies 
or velocity-dependent joint stiffness and damping cannot 
be explained.
Experimental Evaluation
We divided the evaluation into two steps. First, we 
validated the inverse dynamic model of the ARMin III 
using a position controller to follow different trajectories 
with the robot. During this experiment, no user was 
inside the robot. We measured the required motor torque 
to move the robot and compared it with the inverse 
dynamic model of the ARMin III. We used two common 
benchmarks [26], the root-mean-square (RMS) error 
(ERMS) and the coefficient of determination (R2), to rate 
the developed model: 
where n = the number of samples and  = the mean 
motor torque during the measured range.
In the second step, we evaluated the inverse dynamic 
human arm model together with the user contribution 
estimation. We chose two movements to validate the 
method. We chose a horizontal shoulder movement with 
axis 2, because there are no gravity effects in this move-
ment and because the torque sensor in this axis gives an 
additional reference. The second movement was an arm 
elevation with axis 1, because this is usually quite diffi-
cult for users. We compared our model-based approach to 
estimate Cuser with a method where the contribution is 
calculated with a measured reference torque and the sup-
port torque. The support torque (τsupport) is the difference 
between applied motor torque and torque required to 
move the robot:
The reference or calibration torque (τsupport,ref) can be 
obtained from a passive movement. Similar to the pro-
posed method, Cuser can be calculated for one movement:
where  and  = the mean torques 
obtained from a measurement with a passive human arm.
Beside the evaluation with human subjects, we 
developed a mock-up model of the human arm. The 
mock-up model consists of two pipes representing the 
upper and lower arm, together with the hand. The upper-
arm pipe has a diameter of 100 mm, a length of 320 mm, 
and a weight of 1.8 kg. The lower-arm/hand pipe has a 
diameter of 90 mm, a length of 300 mm, and a weight of 
1.7 kg. We used this mock-up to validate the gravity and 
inertia terms of the passive human arm model.
Protocol
To validate the user’s contribution estimation, we 
recruited 12 nondisabled subjects and 7 patients with 
neurological problems. The task was to perform two dif-
ferent single-joint movements with the ARMin III. The 
first movement was an arm elevation task, requiring the 
participant to lift his or her arm from 45 to 110 (axis 1) 
with the arm pointing forward and the elbow fully 
extended. The second movement was a horizontal shoul-
der movement from 0 to 90 (axis 2) with a fixed-arm 
elevation angle of 60 and a fully extended elbow. We 
calculated reference trajectories by using the minimal 
angular jerk method and a mean desired velocity of 20°/s.
We instructed the nondisabled subjects to simulate 
four different conditions of participation: “passive,” 
“active,” “resistive,” and “half active.” The patients with 
neurological problems completed only the passive, 
active, and resistive conditions; we did not instruct them 
to perform the half active movement. Participants per-
formed each movement three times. Simple visual feed-
back showed the current and desired joint angles, as well 
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computer monitor. The nondisabled subjects (S1–S12) 
were, on average, 33.5 years old (range: 27–52 yr); five 
were male and seven were female. Table 1 lists the char-
acteristics of the patients with neurological problems 
(P1–P7). Except for one, all were patients severely to 
moderately affected by chronic stroke with recently 
assessed Fugl-Meyer (FM) scores. P1 had Guillain-Barré 
Syndrome [27] and did not have a clinical FM score.
During the passive condition, we instructed the par-
ticipants to relax and let the robot move the arm. In this 
mode, a position controller guided the arm along the ref-
erence trajectory. This condition should correspond to
0 percent subject contribution to the movement; there-
fore, we also used this to identify the individual passive 
arm model parameters for each participant.
In the active condition, we instructed the participants 
to actively perform the movement. This condition should 
correspond to 100 percent contribution for nondisabled 
subjects. The ARMin III itself was compensated for 
using the gravity, friction, spring, and cable model of the 
device. Nondisabled subjects received no further support 
from the controller and were completely free in timing the 
movement. The patients with neurological problems were
also instructed to contribute as much as possible but 
received support from a unidirectional position controller 
because most of them were unable to perform the move-
ments without any assistance. The assistance was imped-
ance-based and only active when the patient was behind 
the reference position. We used the deviation from the ref-
erence trajectory and its speed profile to adapt the support.
The instruction for the resistive condition was for the 
participant to oppose the movement. We used the same 
position controller as in the passive condition. Resisting 
the movement should result in a negative percent contri-
bution to the movement. Since the ARMin III was not 
designed to apply high forces to the arm, a strong partici-
pant could stop it. Therefore, we instructed all partici-
pants to limit their resistance so that the movement could 
still be completed by the position controller.
Only the nondisabled subjects completed the fourth 
condition, half active. Here, nondisabled subjects had to 
participate during the movement with limited effort to 
simulate a weak user. We instructed them to try to reach a 
movement contribution of 50 percent. A unidirectional 
position controller provided assistance. This allowed 
them to move ahead of the reference trajectory. If they 
were slower than the reference, they were supported by 
the ARMin III.
Data Analysis
For each participant, we identified the passive arm 
model with the passive movements. Assuming that the 
model of the ARMin III and the torque measurement are 
exact and the user is completely passive, the torque 
required to move the passive arm is the difference 
between the two:
The mass matrix (Mh) and the gravity matrix (Gh) are 
already defined for the participants using their body 
weight and height and the length of their arm segments. 
Solving Equation (20) for the unknown part (Sh) of the 
model leads to—
Patient Incident Sex Age (yr)
Time Since 
Incident (yr)
FM 
(score)*
1 GBS M 59 1 —
2 Stroke M 47 2 40 (23)
3 Stroke F 65 3 17 (14)
4 Stroke M 66 4.5 18 (16)
5 Stroke M 38 1.5 32 (26)
6 Stroke M 55 1 17 (12)
7 Stroke M 54 3 19 (18)
Table 1.
Characteristics of patients with neurological problems.
*Total score (proximal score).
F = female, FM = Fugl-Meyer, GBS = Guillain-Barré syndrome, M = male.
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identified the parameters ksi and q0i for the two measured 
joints i. We took the mean values over the three passive 
movements as individual model parameters.
RESULTS
Inverse Dynamic Robot Model
We evaluated the inverse dynamic model of the 
ARMin III with measurements from position-controlled 
movements with no user in the device. We recorded kine-
matic data (q) and the applied motor torque (τmotor) dur-
ing multijoint movements.
We used this data to calculate the RMS error (ERMS) 
and the coefficient of determination (R2) according to 
Equations (16) and (17). Table 2 lists the results for the 
five modeled axes.
Table 3 summarizes the identified friction and cable 
coefficients. Axis 1 was not influenced by any moving 
cable. The attachment points of the cables are fixed to the 
exoskeleton. Therefore, the cable length and stiffness do 
not change over time, assuming that material fatigue of 
the cable is negligible. Figure 3 shows the influence of 
the cables on a
Axis R2 ERMS (Nm)
1 0.870 3.38
2 0.962 0.62
3 0.912 0.67
4 0.874 1.25
5 0.815 0.81
 movement with 
Axis
Cable Parameter Friction Parameter
kC 
(Nm/)
qC 
()
TfC 
(Nm)
kfv 
(Nms/)
1 0.0 0.0 8.22 0.132
2 0.016 41.0 1.17 0.027
3 0.015 10.05 5.90 0.0065
4 0.014 0.0 1.07 0.013
5 0.0078 54.5 0.28 0.0
constant velocity.
The Appendix (available online only) shows exam-
ple trajectories of the model and the measured torque 
(Figure 2 in Appendix, available online only).
Figure 2.
Identified friction in axis 4 (elbow flexion and extension) are rep-
resented by black circles. Derived model is displayed as gray line.
Inverse Dynamic Passive Human Arm Model
We used a mock-up model of the human arm to vali-
date the developed arm model for joints 1 (arm elevation) 
and 2 (horizontal shoulder rotation). We measured the 
exact properties of the mock-up and used them in the 
inverse dynamic arm model to calculate gravity and iner-
tia effects. With an arm-elevation movement, we vali-
dated the quality of the gravity component by moving 
with a constant speed of 20°/s. We used the horizontal 
shoulder movement to validate the inertia component of 
the model. Figure 4 shows that the dynamic passive arm 
model is able to reproduce the measured torques required 
to move the mock-up.
Patient Contribution Estimation
First, we used the passive movements of the experi-
ment to optimize the inverse dynamic passive human arm 
model. We also used them to identify the mean support 
torque required to perform that particular movement. We 
could identify the model parameters for the arm-elevation
axis for all participants. For the horizontal shoulder 
movement, we could not identify the passive human arm 
Table 2.
Root-mean-square error (ERMS) and coefficient of determination (R2) 
of measured torque and model prediction.
Table 3.
 Identified friction and cable model parameters of ARMin III.
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Figure 3.
Required torque to move axis 2 (horizontal shoulder rotation) 
with constant velocity of 15°/s and friction and cable model to 
predict this torque with position and velocity information.
neurological problem and 
one nondisabled subject due to high variations in the 
recorded motor torques to move the arm. Table 4 lists the 
identified passive human arm model parameters for joints 
1 (arm elevation) and 2 (horizontal shoulder rotation) 
according to Equation (15) for all participants.
Note that moving a passive patient’s arm required 
more support from the ARMin III than moving a passive 
nondisabled subject’s arm. This is also reflected by the 
higher arm model parameters of patients with neurologi-
cal problems. Figure 5 shows examples of the calculated 
human arm model torque and the measured torque for 
two nondisabled subjects and two patients with neurologi-
cal problems. We also recorded data from the torque sen-
sors at axis 2 during the movement and compared them 
with the model.
We later used the identified individual dynamic pas-
sive arm model to calculate the user contribution (Cuser) 
for the instructed condition. We used the measured refer-
ence support torque to calculate C′user (Equation (19)).
Arm Elevation Movement
For the nondisabled subjects, we calculated a mean 
contribution of 1.94 ± 1.72 percent (mean ± standard 
deviation [SD]) for the passive arm elevation move-
ments. During 
Figure 4.
Experiments with mock-up model of human arm. Mock-up consisted of two pipes. Upper-arm pipe has diameter of 100 mm, length of 
320 mm, and weight of 1.8 kg. Lower-arm/hand pipe has diameter of 90 mm, length of 300 mm, and weight of 1.7 kg. (a) Torque tra-
jectories for position-controlled arm elevation movement with constant speed. (b) Inertia effects for position-controlled horizontal 
shoulder movement with minimal jerk profile.
the active condition, the estimated contri-
bution was, on average, 102.90 ± 7.38 percent. For the 
half active condition, we calculated a mean Cuser of 
57.40 ± 17.15 percent. In trials where the nondisabled 
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S1 6.60 1.33 1.68 0.44
S2 5.00 1.00 1.17 0.11
S3 5.53 0.72 0.93 0.82
S4 3.99 1.00 — —
S5 1.47 1.05 0.44 2.50
S6 3.06 1.42 0.76 0.026
S7 4.46 1.41 1.10 0.15
S8 4.02 0.87 2.08 0.09
S9 6.80 0.96 1.03 0.24
S10 3.75 1.31 0.80 0.21
S11 4.40 1.14 1.04 0.29
S12 8.43 1.19 0.45 0.78
Mean ± SD 4.79 ± 1.85 1.12 ± 0.22 0.97 ± 0.53 0.32 ± 0.83
P1 12.50 0.81 — —
P2 12.85 0.50 9.97 0.15
P3 10.37 0.65 1.75 1.77
P4 9.43 1.06 2.05 0.10
P5 11.84 0.68 0.88 1.43
P6 9.70 1.42 7.70 0.10
P7 5.85 0.79 0.003 0.64
Mean ± SD 10.36 ± 2.40 0.84 ± 0.31 3.76 ± 4.05 0.59 ± 0.78
subjects had to resist the movement, we calculated the 
contribution as 102.90 ± 189.83 percent. We compared 
these results with the approach using a measured refer-
ence support torque to calculate C′user . Mean difference 
between the two were 1.43 ± 1.26 percent for the pas-
sive condition, 2.92 ± 8.10 percent for the active condi-
tion, 4.16 ± 3.60 percent for the half active condition, 
and 10.06 ± 21.25 percent for the resistive condition.
For patients with neurological problems, the esti-
mated contribution during the passive arm elevation 
movement was 1.53 ± 0.45 percent. When instructed to 
move as actively as possible (active condition), we calcu-
lated a mean contribution of 51.74 ± 44.20 percent. P6 
was unable to contribute to the movement. Instead, his 
voluntary effort led to a resistance to the movement. Dur-
ing the resistive condition, the estimated contribution was 
119.5 ± 204.8 percent. Comparing our approach with 
the approach using a measured reference torque showed a 
difference of 1.54 ± 0.53 percent for the passive condi-
tion, 1.43 ± 4.72 percent for the active condition, and 
2.43 ± 16.01 percent for the resistive condition.
Figure 6 shows boxplots of the results for the arm 
elevation movement for all participants.
Horizontal Shoulder Rotation
The contribution during the horizontal shoulder rota-
tion was more difficult to estimate because the torques 
required to move the arms are relatively small since this 
joint is not affected by the gravity of the ARMin III or 
human arm. We excluded S4 because the arm model 
could not be identified. For the passive movement, we 
calculated a mean user contribution of 0.02 ± 2.03 per-
cent for nondisabled subjects. During the active condi-
tion, Cuser was 102.53 ± 8.27 percent. The mean 
contribution when the nondisabled subjects completed 
the half active condition was 21.49 ± 48.28 percent. 
Since torques that users can produce in this joint are 
much higher than the torques needed to move the arm, 
the instruction to “resist” led to very high negative values 
of 1,487.25 ± 1,367.80 percent for Cuser. Comparing the 
calculated Cuser with the method where the measured
reference torque is used showed a difference of 0.02 ± 
2.17 percent for the passive condition, 3.18 ± 14.16 percent 
Table 4.
Identified passive human arm parameters.
P = patient with neurological disorder, S = nondisabled subject, SD = standard deviation.
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Examples of measured and predicted model torque for passive arm movements. Gray dashed line represents identified arm model 
for subject. Additionally, we analyzed output of torque sensor for horizontal shoulder movement. (a) Passive arm elevation of nondis-
abled subject 5. (b) Passive horizontal shoulder movement of nondisabled shoulder 11. (c) Passive arm elevation of patient with 
neurological problem 2. (d) Passive horizontal shoulder movement of patient with neurological problem 6.
for the half active condition, 2.53 ± 9.14 percent for the 
active condition, and 28.15 ± 24.52 percent for the resis-
tive condition.
For patients with neurological problems, we calcu-
lated a contribution of 1.3 ± 3.6 percent during the pas-
sive condition trials. The mean Cuser during the active 
condition was 41.9 ± 49.6 percent. Instructing patients to 
resist the movement led to a value of 614.8 ± 688.1 per-
cent. We excluded P1 from the results because we could 
not identify the arm model. Comparing our approach 
with the one without the human arm model led to a dif-
ference of 1.30 ± 6.58 percent for the passive condition, 
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Figure 6.
Boxplot of estimated user contribution under given instructions. Resistive conditions indicated with * have been scaled to better fit into plot.
(a) Arm elevation of nondisabled subjects. (b) Horizontal shoulder movement of nondisabled subjects. (c) Arm elevation of patients 
with neurological problems. (d) Horizontal shoulder movement of patients with neurological problems. + = outliers of statistical analysis.
 active condition, and 7.69 ± 
130.20 percent for the resistive condition.
Figure 6 shows boxplots of the results for the hori-
zontal shoulder rotation movement for all participants.
DISCUSSION
Inverse Dynamic Robot Model
For the proposed method to estimate the user’s con-
tribution, the dynamic model of the ARMin III is 
required. We calculated the model from CAD data and 
extended it with models of motor gear friction, the spring 
to counterbalance the weight of the robot, and the influ-
ence of its bending cables. Comparing the model-generated
torques with measurements showed satisfying results for 
a rehabilitation robot. Adding the influence of the bend-
ing electronic cables on the exoskeleton visibly improved 
the model’s accuracy (Figure 3).
The prediction accuracy of the model is quite good 
for nonzero velocities. Since static friction is not mod-
eled, the prediction errors for joint velocities near zero 
are bigger (see Figure 5 at the beginning or end of the 
movement). The static friction parameters could also be 
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the model, but the nonlinearity of static friction makes it 
difficult to validate or use the model without direct mea-
surement of the interaction forces with force or torque 
sensors [22].
Inverse Dynamic Passive Human Arm Model
We extended the rigid body model of the passive 
human arm consisting of inertia and gravitational effects 
with data obtained from measurements. In preliminary 
experiments, we observed an influence of joint position 
on the torque needed to move the passive arm. This posi-
tion dependency is often explained as joint or muscle 
stiffness. Our identified passive arm stiffness is similar to 
values found in the literature [28]; also, the trajectories of 
gravity and inertia have a similar shape and amplitude as 
found in a previous study [29]. With the proposed simpli-
fied passive human arm model, the torques required to 
move a single joint could be estimated for the tested 
movement. The model for the horizontal shoulder actua-
tion could not be identified for two nondisabled subjects 
because the three passive movements were too different. 
Possible reasons include trunk movements that changed 
the stiffness of the arm or difficulties in acting passively.
The developed arm model is not capable of capturing 
impairment characteristics of patients with stroke and 
should therefore be modified for further experiments. 
Effects due to muscle activation should be integrated. For 
instance, many patients with stroke show pathological 
synergies where voluntary torque in one joint evokes a 
torque in another joint; e.g., voluntarily abducting the 
arm leads to involuntary elbow flexion [30–31]. Arm 
measurements in other studies showed that the velocity 
of the joint has additional influence on the joint stiffness. 
Furthermore, a relationship between applied torque and 
stiffness was observed [32–33]. These effects might be 
considered for further extensions of the dynamic human 
arm model. Additionally, the ARMin III could be used to 
assess the exact weight of the upper arm and forearm of 
the individual user to optimally set up the gravity and 
inertia parameters of the model and thus reduce the total 
uncertainty of the method.
User Contribution Estimation
With the increasing intelligence of user-cooperative 
controllers, it is important to estimate the user contribu-
tion during robot-assisted therapy and feed back this 
information to the user and the therapist. Adapting the 
amount of assistance to the user’s performance guaran-
tees that he or she can complete the task, but carries the 
risk that he or she will decrease voluntary effort since the 
human motor system tends to optimize effort [34]. The 
proposed method to estimate the user’s contribution can 
be used to observe and control effort during robot-
assisted therapy. Presenting the contribution in terms of 
percentage of the individual dynamic passive arm model 
allows a simple and comprehensive visualization of this 
contribution. The estimation of the user’s contribution 
during passive movements is very accurate for patients 
with neurological problems and nondisabled subjects. 
This was expected since the passive human arm model is 
optimized with the measurements of the passive arm 
movements. However, the fact that the optimization was 
possible and the small SD between the trials show that 
the parameters of the model are able to replicate the 
required torque to move a passive arm.
We instructed nondisabled subjects to limit their 
effort in the half active condition to 50 percent. The mean 
estimated contribution was close to this instruction for 
the arm elevation movement. The large SD can be 
explained by the users’ difficulty in generating exact lev-
els of effort.
The result of the nondisabled subjects’ half active 
condition and the patients’ results trying to move during 
the active condition can be used to validate the method. 
In both cases, we could show that our model-based esti-
mation of contribution is close to the common perfor-
mance measure where a reference torque is obtained 
from a passive calibration movement and used to normal-
ize the applied support torque. The estimated contribu-
tion for the arm elevation and horizontal shoulder 
movements during the active condition was similar for 
the individual patient with a neurological problem but did 
not correlate with FM score. Comparing only the proxi-
mal part of the FM score with the estimated activity 
improved the correlation, but more patients with neuro-
logical problems need to be evaluated to draw further 
conclusions (Appendix, available online only).
In the resistive condition, the instruction was not to 
produce an exact level of resistance because this would 
be very difficult for the user to achieve. Nevertheless, the 
results show that the resistive condition can be clearly 
distinguished from the other conditions. The high values 
of resistance for the horizontal shoulder rotation can be 
explained with the small mean arm torque required to 
perform that movement (dependent on the arm between 
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the ARMin III during the movement, resulting in the 
maximal possible motor support torque of 59.5 Nm. 
Instead of acting against the movement, S4, P2, and P7 
tried to move faster than the reference so the controller 
had to push them back. This resulted in a contribution 
value higher than 100 percent, which means they put 
more effort into the movement than required.
Since the current calculation of user contribution 
averages the torques over one movement, inertia effects 
could be neglected in the dynamic models because accel-
eration and deceleration torques cancel each other out.
CONCLUSIONS
This article presents and evaluates a method to esti-
mate the user’s contribution during robot-assisted ther-
apy. The metric is based on inverse dynamic models of 
the robot and the passive human arm and was compared 
with a common performance measure where the mean 
reference support torque is calibrated for a particular 
movement. Evaluation with 12 nondisabled subjects and 
7 patients with neurological problems showed that our 
method can calculate user effort based on recorded tra-
jectories and motor torques similar to the common met-
ric. Using a model-based approach has the advantage that 
it can be used for different movements once the model is 
identified. However, more effort is required to assess the 
dynamics of the human arm to build a more sophisticated 
arm model. Estimating and displaying the contribution of 
the user in a comprehensive way has the potential to 
increase active participation, which would be beneficial 
for the therapy outcome.
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